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Preparation Guide
1. Apply local anaesthetic
preparing OmniLenz.

drops

before

2. Open the outer transparent and inner foil
Omnigen packages by peeling from the arrow
shaped end as indicated on the packaging.
Remove the inner sterile trays containing the Omnigen disc.
Separate the two trays leaving the Omnigen on the bottom
tray, being careful of static and drafts as the disc can move
easily. Retain strip of product traceability stickers for use in
patient notes.

3. Pour the contents of the OmniLenz bottle
onto clean hands (retain some liquid for later
use) so the lens sits in the palm.
Using sterile non-toothed forceps or fingers, shake the lens to
remove excess lens storage liquid and transfer the lens to the
lid of the lens bottle. Ensure the lens is not inside out. Use a
surgical spear to dab inside the lens to remove any remaining
excess liquid.

4. Orientate the Omnigen disc correctly in the
OmniLenz.
Using dry sterile non-toothed forceps pick-up the Omnigen
disc from the inner tray and position the disc epithelial side up
‘logo looking clockwise’ inside the concavity of the lens. Gently
manipulate and remove any wrinkles using the forceps.

5. Allow the Omnigen disc to rehydrate in the
OmniLenz for two minutes before application.
Residual moisture in the lens will rehydrate the tissue.
Optional: A new surgical spear can be used to add further
moisture. Wet the tip using liquid remaining in the bottle and
dab the Omnigen inside the concavity. Ensure that the
moisture in the lens is not excessive as this will prevent
slippage during insertion.

Ready when you are

Insertion Guide
1. We recommend OmniLenz is inserted by a
trained contact lens optometrist.

2. Move OmniLenz to your finger ready for
insertion.
Using sterile non-toothed forceps, balance the OmniLenz on
your index or middle finger.

3. Ask the patient to sit in an upright seated
position with their head looking forward.
Using your free hand index and second finger, hold up the
patient’s upper lid and use your third finger of the hand
holding the OmniLenz to hold down the lower lid.

4. Carefully apply OmniLenz to the ocular
surface.
Bring the lens to the eye and press against the surface in
one clean movement. Slowly release the eyelids and ask the
patient to blink several times. The lens will centre on the
eye.

5. If the Omnigen disc has decentred, use
gentle manipulation and blink to reposition
the Omnigen in the OmniLenz.

Ready when you are

Specification sheet
DTCL Lens Base
Water Content
Material
Lens Diameter
Base Curve
Center Thickness
Oxygen Permeability
Oxygen Transmissibility
Power
Visible Tint

Menicon Soft 72
72%
Hydrophilic copolymer composed of N, N-dimethyl
acrylamide (DMAA) and N-vinyl-2-pyrrolidone (N-VP)
16mm
8.80
~0.15mm
Dk 34
Dk/t 23
Afocal
Aquamarine

OmniLenz is manufactured in the UK by Menicon Limited
OmniLenz is purchased as an individual product for application with an Omnigen 80
disc (purchased separately).
For enquiries and further information, please contact NuVision Biotherapies:
NuVision Biotherapies Limited
MediCity, D6 Building
Thane Road
Nottingham
NG90 6BH
omnilenz@nu-vision.co.uk
0115 784 0120
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